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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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SPECIFICATION FOR 
SPOONS, PLASTICS, MEASURING, MEDICINE 

0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institution 
on 26 August 1971, after the draft finalized by the Utensils Sectional 
Committee had been approved by the Consumer Products & Medical 
Instruments Division Council. 

0.2 Medicines measured in a spoon should be administered directly to the 
patient and in the interest of hygiene it has been considered undesir- 
able for the spoon to be designed to stand on a flat surface. 

0.3 British Standard 3221 : Part 4:1969 'Specification for medicine 
measures : Part 4. Plastics medicine measuring spoons of 5 ml capacity * 
issued by British Standards Institution has been taken as the basis for this 
standard. 

0.4 This standard contains clause 8,1 which calls for agreement between 
the purchaser and the supplier and which permits the purchaser to use 
his option for selection to suit his requirements. 

0.5 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, express- 
ing the result of a test or analysis, shall be rounded oflf in accordance 
with IS: 2-1960*. The number of significant places retained in the 
rounded off value should be the same as that of the specified value in 
this standard. 



1. SCOPE 

1.1 This standard covers the basic requirements for medicine measuring 
spoons of 5 ml capacity made from suitable plastics materials. 

2. CAPACITY 

2.1 The nominal capacity of the spoon shall be 5 ml. The capacity of the 
spoon when tested in accordance with Appendix A shall be within the 
limits of 50 ± 0-3 ml 

♦Rules for rounding off numerical values {revised), 
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3. MATERIALS 

3.1 Plastics Materials — Suitable plastics materials which, under con- 
ditions of normal use, shall not liberate substances likely to produce toxic 
effects. 

4. SHAPE ANP DIMENSIONS 

4.1 The shape and dimensions shall conform to Fig. 1 . The bowl of the 
spoon shall be approximately egg-shaped and designed to permit the 
administration of the full dose. The rim of the bowl of the spoon shall 
be in one plane. The handle of the spoon shall be sufficiently rigid so as 
to prevent flexing under conditions of normal use. 

5. WORKMANSHIP AND FINISH 

5.1 The surface of the spoon shall be smooth and free from blisters, 
delaminations, flow lines and other defects. There shall be no sharp 
edges. 

6. TESTS 

6.1 Resistance to Hot Water — The spoon shall withstand immersion 
in water at 80 ± 2**G five times for one minute each. 

After this treatment there shall 5e no deterioration of the shape, 
finish or strength such as to effect its continued use. 

6.2 Resistance to Staining — The spoon shall be resistant to staining 
by colouring substances commonly used in pharmaceutical practice. 

6.3 Resistance to Detergents and to Antiseptic Solutions — The 

spoon shall withstand treatment without deterioration with detergent 
solutions, hypochlorite solution and other antiseptic solutions in common 
use. 

7. MARKING 

7.1 The spoon shall be clearly and permanently marked with the following 
in accordance with Fig, 1: 

a) On the handle near the bowl, to be read from the upper surface, 
the capacity of the spoon expressed as * 5 ml dose ' of which the 
position and dimensions shall be in accordance with Fig. 1. 

b) The name or trade-mark of the manufacturer on the underside 
of the handle. If the material is transparent, the markings on 
either side of the handle shall not overlap. 
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SUITABLE HOLE 
FOR HANOINO 



21 MAX 




All dimensions in millimetres. 

Fio. 1 Spoon^ Plastics, Measuring, Medicinb 
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7.1.1 The spoon may also be marked with ISI Certification Mark on 
the upper surface of the handle. 

Note — The use of the ISI Certification Mark is governed by the provisions of the 
Indian Standards Institution ( Certification Marks ) Act, and the Rules and Regulations 
made thereunder. Presence of this mark on products covered by an Indian Standard 
conveys the assurance that they have been produced to comply with the requirements 
of that standard, under a well-defined system of inspection, testing and quality control 
during production. This system, which is devised and supervised by ISI and operated 
by the producer, has the further safeguard that the products as actually marketed 
are continuously checked by ISI for conformity to the standard. Details of conditions, 
under which a licence for the use of the ISI Certification Mark may be granted to 
mantifacturers or processors^ may be obtained^frpm the Indian Standards Institution. 

8. PACKING 

8.1 Packing may be done as agreed to between the purchaser and the 
supplier. 



APPENDIX A 

( Clause 2.1 ) 
DETERMINATION OF CAPACITY 

A-1. PROCEDURE 

Ai-1.1 Clamp the spoon so that the plane of the rim is horizontal. Run 
distilled water at 27 ± 2*'C into the spoon from a 10-ml burette keeping, 
the tip of the burette close to the bowl of the spoon to avoid splashing. 
Last portion of the water should be added dropwise. Record the 
maximum volume of water the spoon can hold, just before overflowing. 
Record the result as the mean of ten readings. 
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